Intrauterine rupture of the intrauterine device "ML Cu 250": an uncommon complication: presentation of a case.
We have reported on fragmentation on removal of an ML Cu 250. The patient's management is discussed and the possible causes of fragmentation presented, with special reference to the IUD materials and/or design.